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§870.3375

(b) Classification. Class II (special
controls.) The special control for this
device is the FDA guidance document
entitled ‘‘Class II Special Controls
Guidance Document: Vascular and
Neurovascular Embolization Devices.”
For availability of this guidance docu-
ment, see §870.1(e).

[69 FR 77899, Dec. 29, 2004]

§870.3375 Cardiovascular
intravascular filter.

(a) Identification. A cardiovascular
intravascular filter is an implant that
is placed in the inferior vena cava for
the purpose of preventing pulmonary
thromboemboli (blood clots generated
in the lower limbs and broken loose
into the blood stream) from flowing
into the right side of the heart and the
pulmonary circulation.

(b) Classification. Class II. The special
controls for this device are:

(1) “Use of International Standards
Organization’s ISO 10993 ‘Biological
Evaluation of Medical Devices Part I:
Evaluation and Testing,” ”’ and

(2) FDA’s:

(i) ““610(k) Sterility Review Guidance
and Revision of 2/12/90 (K90-1)’ and

(ii) ‘“‘Guidance for Cardiovascular
Intravascular Filter 510(k) Submis-
sions.”

[45 FR 7907, Feb. 5, 1980, as amended at 52 FR
17736, May 11, 1987; 656 FR 17144, Mar. 31, 2000]

§870.3450 Vascular graft prosthesis.

(a) Identification. A vascular graft
prosthesis is an implanted device in-
tended to repair, replace, or bypass sec-
tions of native or artificial vessels, ex-
cluding coronary or cerebral
vasculature, and to provide vascular
access. It is commonly constructed of
materials such as polyethylene
terephthalate and polytetrafluoro-
ethylene, and it may be coated with a
biological coating, such as albumin or
collagen, or a synthetic coating, such
as silicone. The graft structure itself is
not made of materials of animal origin,
including human umbilical cords.

(b) Classification. Class II (special
controls). The special control for this
device is the FDA guidance document
entitled ‘‘Guidance Document for Vas-
cular Prostheses 510(k) Submissions.”

[66 FR 18542, Apr. 10, 2001]

21 CFR Ch. | (4-1-13 Edition)

§870.3460 Endovascular Suturing Sys-
tem.

(a) Identification. An endovascular su-
turing system is a medical device in-
tended to provide fixation and sealing
between an endovascular graft and the
native artery. The system is comprised
of the implant device and an
endovascular delivery device used to
implant the endovascular suture.

(b) Classification. Class II (special
controls). The special controls for this
device are:

(1) The device should be dem-
onstrated to be biocompatible;

(2) Sterility and shelf life testing
should demonstrate the sterility of pa-
tient-contacting components and the
shelf-life of these components;

(3) Non-clinical and clinical perform-
ance testing should demonstrate sub-
stantial equivalence in safety and ef-
fectiveness, including durability, com-
patibility, migration resistance, corro-
sion resistance, and delivery and de-
ployment;

(4) Non-clinical testing should evalu-
ate the compatibility of the device in
an magnetic resonance (MR) environ-
ment;

(5) Appropriate analysis and non-clin-
ical testing should validate electro-
magnetic compatibility (EMC) and
electrical safety;

(6) The sale, distribution, and use of
the device are restricted to prescrip-
tion use in accordance with 21 CFR
801.109 of this chapter; and

(7) Labeling must bear all informa-
tion required for the safe and effective
use of the device as outlined in
§801.109(c) of this chapter, including a
detailed summary of the non-clinical
and clinical evaluations pertinent to
use of the device.

[77 FR 8119, Feb. 14, 2012]

§870.3470 Intracardiac patch or pledg-
et made of polypropylene, poly-
ethylene terephthalate, or poly-
tetrafluoroethylene.

(a) Identification. An intracardiac
patch or pledget made of poly-
propylene, polyethylene terephthalate,
or polytetrafluoroethylene is a fabric
device placed in the heart that is used
to repair septal defects, for patch graft-
ing, to repair tissue, and to buttress su-
tures.
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